[The use of the Autotrans BT 795/P apparatus in surgery with artificial circulation].
The authors assess a possibility of the use of the BT 795/P outfit for aortocoronary shunting in 120 patients with coronary heart disease. Emphasize a considerable decrease in the requirement for donor's blood transfusion to patients undergoing intraoperative blood reinfusion by means of the BT 795/P outfit.